
Applied Technology Services
1210 D Street, Rock Springs, WY 82901 (307)352-7292

Meter Name:
Field Name:
Analyst:

KORN 1-22                                                               
BOISE BASIN
PUTNAM

Meter Loc. #:
Cylinder Pressure:
Line Pressure:

K0122
320 psig
320 psig

Report Date:
Sample Date(s):
Flowing Temp:

10/27/2010 12:45:00
10/20/2010
0° F

Gas Analysis by Chromatograph
NAME MOLE% BTU SG GPM
Nitrogen 0.6064 0 0.0059 0
Methane 99.1688 1003.9221 0.5493 0
CO2 0.0026 0 0 0
Ethane 0.1387 2.4603 0.0014 0.0371
H2S 0 0 0 0
Propane 0.0453 1.1424 0.0007 0.0125
i-Butane 0.016 0.5215 0.0003 0.0052
n-Butane 0.0072 0.2354 0.0001 0.0023
i-Pentane 0.0052 0.2085 0.0001 0.0019
n-Pentane 0.0021 0.0844 0.0001 0.0008
Hexanes 0.0025 0.1192 0.0001 0.001
Heptanes 0.0024 0.1324 0.0001 0.0011
Octanes 0.0026 0.1628 0.0001 0.0013
Nonanes 0.0002 0.014 0 0.0001
Ideal Total 100.0 1009.0031 0.5582 0.0633

Gross BTU/Real Cu Ft. @60 deg F    Gasoline Content
Pressure Base = 14.73 14.65 15.025    Pressure Base =14.73

Dry = 1011.0076 1005.5059 1031.2962    Propane GPM =0.0125
Saturated = 994.6213 989.118 1014.9158    Butane GPM =0.0075

Actual BTU = 1011.0076 1005.5059 1031.2962    14# Gasoline GPM =0.0069
Real S. G. = 0.559132 0.559126 0.559154    26# Gasoline GPM =0.0096

Compressibility 0.998017 0.998028 0.997978 Total GPM =0.0633

Sulfur Content Dewpoints
Mercaptans ppm = N/A H2O #/mmcf = N/A

H2S ppm = N/A Hydrocarbon °F = N/A
  @ psig = N/A

Comments


